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or equal to 3.5% of the mean sample flow 
rate. 

(b) For any pair of flow meters, use re-
corded sample and total flow rates, where 
total flow rate means the raw exhaust flow 
rate for raw exhaust sampling and the dilute 
exhaust flow rate for CVS sampling, or their 
1 Hz means to demonstrate that each flow 
rate was constant within ±2.5% of its respec-
tive mean or target flow rate. You may use 
the following options instead of recording 
the respective flow rate of each type of 
meter: 

(1) Critical-flow venturi option. For critical- 
flow venturis, you may use recorded venturi- 
inlet conditions or their 1 Hz means. Dem-
onstrate that the flow density at the venturi 
inlet was constant within ±2.5% of the mean 
or target density over each test interval. For 
a CVS critical-flow venturi, you may dem-
onstrate this by showing that the absolute 
temperature at the venturi inlet was con-
stant within ±4% of the mean or target abso-
lute temperature over each test interval. 

(2) Positive-displacement pump option. You 
may use recorded pump-inlet conditions or 
their 1 Hz means. Demonstrate that the flow 
density at the pump inlet was constant with-
in ±2.5% of the mean or target density over 
each test interval. For a CVS pump, you may 
demonstrate this by showing that the abso-
lute temperature at the pump inlet was con-
stant within ±2% of the mean or target abso-
lute temperature over each test interval. 

(c) Using good engineering judgment, dem-
onstrate with an engineering analysis that 
the proportional-flow control system inher-
ently ensures proportional sampling under 
all circumstances expected during testing. 
For example, you might use CFVs for both 
sample flow and total flow and demonstrate 
that they always have the same inlet pres-
sures and temperatures and that they always 
operate under critical-flow conditions. 

(d) Use measured or calculated flows and/or 
tracer gas concentrations (e.g., CO2) to deter-
mine the minimum dilution ratio for PM 
batch sampling over the test interval. 

§ 1065.550 Gas analyzer range valida-
tion, drift validation, and drift cor-
rection. 

(a) Range validation. If an analyzer 
operated above 100% of its range at any 
time during the test, perform the fol-
lowing steps: 

(1) For batch sampling, re-analyze 
the sample using the lowest analyzer 
range that results in a maximum in-
strument response below 100%. Report 
the result from the lowest range from 
which the analyzer operates below 
100% of its range for the entire test. 

(2) For continuous sampling, repeat 
the entire test using the next higher 

analyzer range. If the analyzer again 
operates above 100% of its range, re-
peat the test using the next higher 
range. Continue to repeat the test until 
the analyzer operates at less than 100% 
of its range for the entire test. 

(b) Drift validation and drift correction. 
Calculate two sets of brake-specific 
emission results. Calculate one set 
using the data before drift correction 
and the other set after correcting all 
the data for drift according to 
§ 1065.672. Use the two sets of brake-spe-
cific emission results as follows: 

(1) If the difference between the cor-
rected and uncorrected brake-specific 
emissions are within ±4% of the uncor-
rected results for all regulated emis-
sions, the test is validated for drift. If 
not, the entire test is void. 

(2) If the test is validated for drift, 
you must use only the drift-corrected 
emission results when reporting emis-
sions, unless you demonstrate to us 
that using the drift-corrected results 
adversely affects your ability to dem-
onstrate whether or not your engine 
complies with the applicable standards. 

EFFECTIVE DATE NOTE: At 73 FR 37322, June 
30, 2008, § 1065.550 was revised, effective July 
7, 2008. For the convenience of the user, the 
revised text is set forth as follows: 

§ 1065.550 Gas analyzer range validation, 
drift validation, and drift correction. 

(a) Range validation. If an analyzer oper-
ated above 100% of its range at any time dur-
ing the test, perform the following steps: 

(1) For batch sampling, re-analyze the sam-
ple using the lowest analyzer range that re-
sults in a maximum instrument response 
below 100%. Report the result from the low-
est range from which the analyzer operates 
below 100% of its range. 

(2) For continuous sampling, repeat the en-
tire test using the next higher analyzer 
range. If the analyzer again operates above 
100% of its range, repeat the test using the 
next higher range. Continue to repeat the 
test until the analyzer always operates at 
less than 100% of its range. 

(b) Drift validation and drift correction. Cal-
culate two sets of brake-specific emission re-
sults. Calculate one set using the data before 
drift correction and calculate the other set 
after correcting all the data for drift accord-
ing to § 1065.672. Use the two sets of brake- 
specific emission results as follows: 

(1) This test is validated for drift if, for 
each regulated pollutant, the difference be-
tween the uncorrected and the corrected 
brake-specific emission values is within ±4% 
of the uncorrected results or applicable 
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